SOLUTION CHANGE

CAMBRIDGE VILLAGE
POLICE DEPT
DATAMASTER dmt: 126706

Date: 11/01/2022

OPERATOR NAME:

ROBERT M DANEKO

Permit #: 39105

Operator Agency/Dept: CAMBRIDGE VILL. PD
Reference Standard #: 22260

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:56
INTERNAL STANDARD VERIFIED 08:56
REFERENCE STANDARD TEMP 33.99¢

REFERENCE STANDARD 0.09 08:57
BLANK TEST 0.00 08:57
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 08:58
BLANK TEST 0.00 08:58
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0,09 08:59
BLANK TEST 0.00 09:00

40.0

0.20 y 7
——— Aleohol (g/210L)
0,184 -""=~ Flow Rate(L/M) 36.0
0.16 32,0
0.1 dfp SRR S L Mt B et e ey TR L 28. il
0.12 4.0
0.10 ............................................ o, 0
0. 08}-f ] 46.0
i : I

0.06.... R AL W] S R Pk T RIVRSHLAEES .;.. ,:. El:_).U
0. 04 - ~8. 0
0.0 S RS 4.0
0.004 0.0

0 5 10 15 20 25 30
0,20 H 1 i 40.0

Alcohol (g/210L)
QLB === Flow Rate(L/M) 36.0
0.16 : VRO, AP S 32,0
0.14 § ; ;- 28.0
0‘12 ...................... i ....................................... I\. FOCPENESR R LT .\'- ................. 24 _0
.10 8 2 : 20.0
0.08 ’ : : 16.0
G008 : | 12. 0
0.04 T 8.0
0.0z} . e 4.0
. 000} 5 150 1‘55 2;o 25 30"
0.20 ; ; : : 40,0
Alcohol (g/210L) :

0.18p """~ Flow Rate(L/M} e fr e — 36.0
0. 16 - 1 ~32.0

| |
[ [ I | TSR E & ~Z8, 0
0.12 : : 24.0
0.1 3 w20, 0

|

[ . ‘
0., D8l i i 4 16,0
E ; e 2.0
0.04 : ‘ 8.0
0.02 7 i 1.0
0. 004 i : lo. 0

0 5 19 i5 0



